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Passive Samplers 
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Radiello™ 

ATD Tubes 

SKC Ultra  II 

3M OVM 3500 

C 0 =
M
UR t

The mass (M) and time (t) are 
measured accurately. Key is to 
know the uptake rate (UR) 

Waterloo Membrane Sampler™ 

Differences: size, uptake rates, sorbents, medium of uptake, method of analysis 

ATD Tubes 



Benefits of Passive Sampling 

•  Simple (minimal training, less risk of leaks) 
•  Time-weighted average concentration 

  (up to a week or a month if needed) 
•  Low reporting limits with no premium cost 
•  Smaller – easy to ship, discrete to deploy 
•  Long history of use in Industrial Hygiene 
•  Less expensive 
•  Other benefits unique to each sampler  
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Laboratory Test Compound List 
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Analyte                                  Koc (mL/g) OSWER indoor 
conc. at 10-6 
risk (ppb) 

Vapour 
pressure 

(atm) 

Water 
solubility 

(g/l) 

1,1,1-Trichloroethane                110 400  0.16 1.33 

1,2,4-Trimethylbenzene              472 1.2 0.00197 0.0708 

1,2-Dichloroethane                     174 0.023 0.107 8.52 

2-Butanone (MEK)                      134 340 0.1026 ~ 256 

Benzene                                      59 0.10 0.125 1.75 

Carbon tetrachloride                 174 0.026 0.148 0.793 

Naphthalene                             2,000 0.57 0.000117 0.031 

n-Hexane                                  3,000 57 0.197 0.0128 

Tetrachloroethene                     155 0.12 0.0242 0.2 

Trichloroethene                          166 0.22 0.0948 1.1 



Experimental Apparatus 
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24 chambers x 
5 sampler types x 
3 replicates x 
10 chemicals 
= 3600 measurements 
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Interlab Test – Youden Plot 

(blank contamination) 

Target Range 

MEK 

+2X 

-2X 



Fractional Factorial Testing 
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ATD Tenax TA 
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95% of results within a factor of 2 of Active Samples 
Except hexane (slight low bias) 

? 



ATD Carbopack B 

10 

98% of results within a factor of 2 of Active Samples, 
except MEK and 1,2-DCA (low bias – high polarity) 

? 



SKC Ultra 
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Many samples with low bias – up to 100X 
Low concentration & low velocity runs especially 



Waterloo Membrane Sampler 
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Starvation 

? 

95% of results within a factor of 2 of Active Samples, 
except 124TMB and naphthalene (low bias) 

? 

? 



Radiello 
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? 

94% of results within a factor of 2 of Active Samples, 
except MEK (low bias) and naphthalene (high bias) 



ANOVA 
Analysis  
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Highlighted cells are 
statistically significant at the 
5% level. 
 
Need to think about 
whether “statistically 
significant” is also 
“practically significant” 
 
95% within 2X is actually 
pretty good 
 
If only we could predict the 
challenging compounds 



Field Testing of Indoor Air  

Thanks to Ignacio Rivera of SPAWAR, Jason Williams of Cherry Point and Louise Parker of CRREL 

Navy San Diego, CA 
Cherry Point, NC 
CRREL, NH 
 
3 locations/site 
5 passive samplers 
Summa cans 
Triplicates of each 
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Indoor Air TCE at San Diego 
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Indoor Air at CRREL 
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All passive 
sampler results 
were within 2X 
of Summa 
canister data 
for TCE 



Indoor Air VOCs at Cherry Point 
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Broader range (>100X), but still almost all passive data are within 2X of Summa canisters 



 High Concentration Lab Tests 
  
 
 
 
 
 

(To mimic soil gas conditions) 
 

 
 

 

19 



High Concentration Lab Tests 
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High Concentrations Test Results 
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Sampler Type 

Normalized Concentrations (10 ppm Test) 

MEK 

n-Hexane 

12DCA 

111TCA 

Benzene 

CT 

TCE 

PCE 

124TMB 

+/- 25% 

+25% 

-25% 
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Sub-Slab – Navy San Diego 

Sub-slab samples only  
Fully-passive and with PID purging (flow-through) 
 
Starvation proportional to uptake rate 
Less starvation for semi-passive samples 
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Transient and Steady-State Modeling 
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Modified Uptake Rates 

ATD Tube & Pinhole Cap SKC Ultra II and 12-hole Cap 

Lower uptake rate = less starvation 

WMS and Low-Uptake WMS 
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Sorbent Selection 



Soil Gas @ 12 ft – Hill AFB 

 

6 probes -12 ft deep  
 
Latin Square Design 
 
1 to 12 day exposures 
 
Co Measured using 
combination of 
Summa and Hapsite 
GC/MS 

 
Negative bias for long duration with ATD-Tenax 
Negative bias for high uptake rate (Radiello) 
Otherwise, encouraging results for TCE and DCE 
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Soil Vapor Sampling – NAS JAX 

Probes to 3-4 feet deep, exposure durations of 20, 40 and 60 minutes 
Strong correlations, regression slopes all near 1.0 
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Passive Sub-Slab – NAS JAX 

Limited to 1-inch diameter or less – Low-Uptake Rate Samplers 
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Temporary Passive  - NAS JAX 
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Compound	  Type	  

WMS-‐PH	  Samples	  vs	  Summa	  Canisters	  

Exposure	  1.7hr	  
Exposure	  3.2	  
Exposure	  8.5hr	  
Exposure	  15.5hr	  
Exposure	  18.0hr	  
Exposure	  18.9hr	  
+/-‐	  25%	  

+25% 

-25% 
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Overall Correlation between 
Passive and Active Samplers 
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Strong 
correlation to 
conventional 
samples over 
6+ orders of 
magnitude 
 
Quantitative 
results for soil 
vapor (a 
breakthrough) 
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Maybe we don’t need to be using so many Summa Canisters 



 
n  Passive Sampling is becoming a reality for VI assessment 

n  Strong positive correlation with Summa cans 
n  Generally good consistency, but sensitive to wind, rain, temp. 

n  Minimize variability: 
n  Integrate over time to manage temporal variability for indoor air  
n  Simpler protocols for soil gas sampling – less operator error 

n  Benchmarking is recommended in the near-term 
n  1 of 10 samples collected with a duplicate by Summa/TO-15 
n  Accounts for site-specific conditions, challenging compounds 

n  Study design takes a little more thought 
n  Different samplers have different pros and cons 
n  Sorbent selection is very important (just like TO-17) 

Take-Home Messages 
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Questions/Comments? 

tmcalary@geosyntec.com 


